
PSOCT  FOR GLAUCOMA

Optical Low Coherence Reflectometry
Functional Neural Imaging

UT Austin
Open Air PSOCT System

Monkeys with Monocular Glaucoma
Measure RNFL Polarization Maps and Compare with Histology

Slit Lamp Interface
Broadband Source Design

Technology Transfer

Mass General Hospital
Fiber Based PSOCT System

Humans
Measure RNFL Polarization Maps and Build Clinical Database

National Institute of Biomedical Imaging and Bioengineering



PR/UD for Monkey RNFL Superior to ON
( 0.3 degrees/micron)

PR/UD for Human RNFL Temporal to ON
( 0.3 degrees/micron)
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